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Introduction 
Telephone, radio and television com-
munication systems will play an increas-
ingly important role in the future for 
improving health care delivery. In 1968 
a series of investigations was instituted 
to evaluate the technical and financial 
feasibilit,\· of transmitting electroence-
phalograms over telephone lines. In this 
paper the methodology and results of 
this on-going research program will be 
given. Applications of this telemetry sys-
tem in clinical electroencephalography 
will also be discussed. 
History of Telephone Telemetry 
of Physiologic Data 
Although Einthoven successfully trans-
mitted electro:::ardiographic signals over 
telephone lines in 1906 ', the era of 
medical telephone telemetry actually be-
gan after the second World War. The 
electronic and telecommunication system 
advances developed during the war and 
subsequently improved by the Space Pro-
gram have made this mode of medical 
care and research a practical reality. Fre-
quency modulation (FM) , multiplex sys-
tems, sophisticated filters, transistors, 
constant bandwidth concept and com-
puters are important outgrowths of this 
improved technology. The initial endeav-
ors in transmitting medical data over 
telephone lines in the immediate post-
war years were primarily devoted to 
electrocardiograms. The frequency modu-
lation systems proved technically as well 
as financially fea~ible for trans~ission of 
this physiological signal by either acous-
tic or inductance coupling to the tele-
phone line ' · '· ' · ". The first successful 
telephone transmission of a single chan-
nel of electroencephalogram was reported 
by Rahm et al. in 1953'. In 1963 at the 
American Academy of Neurology meet-
ing in Minneapolis. Minnesota, Irvine 
Levine demonstrated the real time FM 
transmission of a s~ngle channel of EEG 
from a patient in Braintree, Massachu-
setts". At the same meeting photic and 
auditory evoked potentials were relayed 
via satellite and submarine cable from 
a subject at the Burden Neurological In-
stitute in Bristol, England '. During the 
Eame year H. G . Niebeling also success-
fully transmitted EEG signals in Ger-
many ' . Although these initial endeavors 
were exciting, they had limited research 
and clinical applicability because only a 
single channel could be transmitted over 
a telephone line. Development of multi-
channel transmission at this time was 
hampered in the United States by the 
Federal Communications Commission pol-
icy which allowed the equipment of only 
Bell and other carriers to be attached to 
the telephone lines. However, the Bell 
Compan.' · was instrumental in develop-
ing and testing one and three channel 
Dataphones. A Dataphone is an integrat-
ed unit combining the FM-multiplex sys-
tem electrically coupled to an ordinary 
telephone. The equipment is contained 
in a single housing. The initial sets, the 
603A and 603B were capable of trans-
mitting and receiving a single channel of 
medical or other analog data. In 1967 the 
Bell Company began field testing the 
604A (transmitter) and 604B (receiver) 
sets. These units capable of transmitting 
and receiving three channels of analog 
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data over one telephone line were used 
until recently in this telephone EEG 
telemetry . investigation. 
EEG Telemetry Investigations 
604A and 604B Bell Dataphone Studies 
In November 19 68 the first 6 channel 
EEG was transmitted over conventional 
telephone lines from the Magic Valley 
Memorial Hospital, Twin Falls, Idaho to 
the University of Utah Hospital, Salt 
Lake City, Utah, a distance of approxi-
mately 240 miles. In order to relay 6 
channels, 2 Bell 604A (sender) and 2 
Bell 604B (receiver) data sets plus · 2 
telephone lines were required. The in-
strumentation, transmission scheme, phy-
sical characteristics of the data sets, and 
cost analysis were previously reported." 
As of June 30, 1972, 1045 EEGs have 
been transmitted. This system for both 
long and short distance real time analog 
transmission has proved technically suc-
cessful for the following reasons: 
1. There is no loss of fidelity in the 
transmitted record. 
2. Minimal extraneous artifacts, usu-
ally caused by switching transients in 
the telephone central office, are occasion-
ally . present, but readily identified. 
3. The Dataphones have been very 
reliable. The original sets were used for 
500 hours of transmission without failure . 
In August 1971 the 604A's malfunctioned 
and were replaced within 24 hours by 
the Bell Telephone Company. 
The disadvantages of this system are: 
1. Two data phone combinations and 
two telephone lines are needed to trans-
mit six channels. The number of channels 
may be increased by the use of additional 
units. However, the increased rental and 
line costs make this financially imprac-
ticable. 
2. The cost of the tracing is increased 
somewhat. Since the initial publication 
about the system•, the Bell Telephone 
Company has reduced the monthly rental 
of the two 604A and B data sets from 
$390 to $270 per month ($85 for two 
604A's and $185 for two 604B's). A 
breakdown of patient cost based on the 
transmission of twenty-five records per 
month from October 1, 1970 to June 30, 
1972 is as follows: 
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TABLE 1 
PATIENT COST BASED ON TRANSMISSION OF 
25 RECORDS PER MONTH 
Data set rental 
Business phone rental 
Cost of transmission-weekday, daytime, 
DDD for 35 minute record (2 lines) 
Paper and miscellaneous expenses 
Technicians' salaries 
Twin Falls-half time-80 hrs/ mo 










Since the initial part of this study was supported 
by a Federal grant , patients were not billed for 
their examinations until after May I, 1970. 
Other Multi-Channel Data Sets 
Although the Bell Telephone Company 
continues research on multi-channel data 
sets, particularly a six channel model, a 
1968 ruling by the United States Federal 
Communications Commission in the mat-
ter of "Use of the Carterfone in Message 
Toll Telephone Service"'" has stimulated 
independent investigation. Direct access 
to the telephone network with other 
equipment was one of the positive out-
growths of this decision. FM-multiplex 
units and other converters can now be 
directly coupled to the telephone lines 
through a Data Access Phone. 
Phase-Lock-Loop Data Set3 
In 1969-1970, 3 and 6 channel bread 
board transmitting and receiving data sets 
were constructed by the University of 
Utah Department of Bioengineering using 
the integrated circuit "phase-lock-loop" 
technique " · " . It was hoped that with 
this technique eight channel sets coulJ 
be developed without having to use the 
expensive filters required for multichan-
nel constant band FM transmission. If 
successful this would have reduced the 
data set costs by one-fifth. The prelimin-
ary tests with the six channel set were 
disappointing. Although the frequency re-
sponse in each channel was DC-60 hertz, 
the best signal to noise ratio was only 
60/ 1. The poor performance when only 
phase lock loop circuitry was used was 
a result of a) sensitivity to variations 
of incoming signal levels, with variability 
on each phone line; b) interchannel 
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coupling as a result of ability of the 
phase lock loop to "lock" onto harmonies 
of low frequency channels. 
A sample from an original and trans-
mitted EEG from Twin Falls, Idaho to 
the University of Utah Medical Center 
is shown in Figure 1. It became apparent 
that in order to develop eight channel 
units with this technique additional fil-
ters would have to be used in order to 
obtain high fidelity transmission thereby 
in~reasing the cost. Therefore there were 
no financial advantages over the available 
sets and the project was discontinued. 
I ' 
© 1974, VOL. 5, NO. 1 
Constant Bandwidth FM-Multiplex 
8 Channel Data Sets 
Currently there are two companies in 
the United States - Parallel Data, San 
Francisco, California and Electro-Mech-
anical Research, Sarasota, Florida - that 
have developed data sets capable of tran-
smitting 8 channels of EEG over a single 
conventional telephone line. At the 1971 
American EEG Society meeting in Min-
neapolis, Minnesota Dr. Harley E. Schear 
et al. reported that the Parallel Data 
sets had been used in real time FM 
transmission of approximately 300 EEGs 
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FiCJure 1 Comparison of sample from 6 channel original and transmitted EEG. Twin Falls-Salt Lake 
City, one DOD line, phase lock loop circuitry. 
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from the Enloe Hospital in Chico, Calif-
ornia to the San Francisco Neurodiagnos-
tic EEG Center." The technical specifica-
tions as advertised appear to be satisfac-
tory for transmission of quality electro-
encephalograms; however, to the best of 
our knowledge the sets have not been 
thoroughly evaluated by independent in-
vestigators. 
EMR 
In February 1972 tests were initiated 
to evaluate the eight channel telephone 
FM data set developed by the Electro-
Mechanical Research (EMR) Corpora-
tion, Sarasota, Florida. These were con-
ducted over local and long d1stance lines. 
After several modifications a set is now 
available which closely approximates the 
important specifications recommended for 
electroencephalographs by the Interna-
tional Federation of Societies for Clinical 
EEG and Neurophysiology." 
1) Linearity: This is limited by noise. 
In the worst case it is less than 3% . 
2) Frequency response: 
DC-40 hertz - 10% J, in ampl. 
DC-60 hertz - 20 % J, in am pl. 
DC-65 hertz- 30% ! in ampl. 
3) Phase shifts: Phase distortion is 
minimal as determined by com-
parison of transmitted and received 
square waves. 
4) Noise level: Signal to noise ratio 
(peak to peak/ peak to peak) 
Local transmission: 200/ 1 best -:-
100/ 1 worst Long distance: 
70/ best- 40/ worst. Baseline noise 
is worse at times of peak telephone 
loads. Transient telephone switch-
ing spikes are easily identified (Fig-
ure 2a and 2b). 
5) Interchannel coupling: 2¥2 % in the 
worst case as measured on an os-
cilloscope. · 
6) Similarity between channels: All 
channels identical as shown by 
transmitting calibration signals and 
the same EEG signal to all channels. 
7) Channel delay differences: As meas-
ured on an oscilloscope - the dif-
ference between any two channels is 
less than one millisecond. 
The output required to drive the lines 
is approximately 6 dbm. 
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These data sets (Figure 3) have been 
routinely used since July 1972 in the real 
time transmission of 150 EEGs from 
Twin Falls to the University of Utah 
Medical Center. No malfunctions have 
occurred. 
In Figures 4 to 8 original and trans-
mitted records are compared to illustrate 
differences in baseline noise as well · as 
attenuation of faster frequencies. How-
ever, these limitations appear to b2 
minor. The fidelity is very good and 
should not interfere with interpretations. 
In many respects the attenuation of the 
higher frequencies would be similar to 
a record obtained with the high frequency 
filter setting at 35 on the Grass Model 6 
(Figure 9) . Because of the potential 
problem of reproduction of fast transi-
ents, a wave form generator was used 
to simulate spikes. This showed that the 
high frequency roll off limited amplitude 
for pulses less than 10 milliseconds dura-
tion (Figure 10). 
With 8 channel transmission, particu-
larly by direct distance dialing (DDD) , 
an increase in baseline noise can occur 
and is comparable to the occasional poor 
long distance voice connection (Figure 
11). However, this should not interfere 
with interpretation of the transmitted 
record with the possible exception of 
cerebral death determinations. If this is 
a problem then the number can be re-
dialed until a satisfactory connectionn is 
made. 
It is anticipate that the patient charge 
for this service will be approximately 
$40.00. 
TABLE 2 
PATIENT COST BASED ON 25 RECORDS/ MONTH 
Cost recovery charge for EMR data sets $ 5.00 
2 data access phones 
(rental $40.30/ month ). 1.60 
Cost of transmission- I line, weekday, 
daytime, ODD for 35 minute record 8.75 
Paper and miscellaneous expenses 5.00 
Technicians ' salaries 
Twin Falls-half time-SO hours/ month 7.33 
11 
Salt Lake City-20 hours/ month 1.82 
Professional fee for interpretation I 0.00 
$39.50 
This is approximately $10.00 below the cost of 
the Bell 604A and B transmission system and gives 
two additional channels. A major expense is the 
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Figure 2a & b Example of noise artifact in the transmitted 8 channel EEG caused by switching transient 
in one of the telephone central units. EMR data sets-Twin Falls-Salt Lake City, one 





·Low et al. have re :::ently reported 0n a 
system for the long distance digital trans-
mission of EEG signals.'" Because the 
high bit rate needed to transmit eight 
channels simultaneously requires several 
conventional telephone lines, the data 
are converted to binary pulse code modu-
lation and stored on analog tape. The 
tape is then ·replayed at one quarter the 
recording speed and the data reformated 
to serial form ·before being transmitted 
over one telephone line. The main tech-
nical advantage of this system is that 
extraneous noise is markedly reduced 
once the data are captured. The disadvan-
tages are that it requires approximately 
two hours to transmit a thirty minute 
record and, excluding the electroence-
phalographs and/ or pen recorders at the 
sending and receiving sites, the cost of 
the equipment is approximately twelve 
to thirteen thousand dollars. However, 
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since it is possible that common carriers 
in the future may only offer digital trans-
mission services, this system requires 
fur ther investigation . 
F 2csimile Transmission 
Facsimile trans~ortation of EEGs has 
been used in the Chicago area for over 
two years.'" Developed by Erich and 
Trudy Gibbs, this non-real time scheme 
uses continuous FM facsimile recorders, 
standard telephone equipment and oper-
ates over conventional telephone lines. 
Over 1,000 samples of EEGs h "3.ve been 
transmitted from five satellite laboratories 
to the central station . However, the trans-
mission speed is ex tremely slow, varying 
between 4 and 6% minutes (depending 
on the type of recorder) for a single 
ten second EEG page. Consequently, in 
order to be economically feasible, only a 
few sam:ple pages from the original EEG 
can be transmitted. In the end the ori-
ginal EEG is mailed to the central labor-
atory for a final interpretation. 
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EM R TRANSMITTED 
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Fifjure 4a & b Comparison of 2 calibratio.n signals and baselines. From original and transmitted tracings. 
EMR data sets , Twin Fallls-Salt Lake City, one telephone line !DDDl. 
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Figure Sa & b Sample from 8 channel original and transmitted EEG. Illustrates attenuation of high fre-
quency forms , in this case muscle spikes. EMR data sets, Twin Falls-Salt Lake City, one 
telephone line (ODD). 
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figure 6a & b Sample from 8 channel original and transmitted EEG. Illustrates excellent comparison of 
low amplitude spikes in right temporal channels. EMR data sets, Twin Falls-Salt Lake 
City, one telephone line !ODD). 
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CcT3 
CcT3 
Figure 7a & b 
ORIGINAL 8/16/72 091 
HFF -70 TC-1.0 
I SEC 
E MR TRANSMITTED 8/16/72 
TC-1.0 
Comparison of sample from . original and transmitted EEG showing excellent fidelity be• 
tween the spike and wave discharges. EMR data sets, Twin Falls-Salt Lake City, one 
telephone line !ODD l. 
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FiCJure Sa & b Comparison of original Twi11 Falls with transmitted EEG received at Houston , Texas dur-
ing the Ame rican EEG Society Meeting , October 1972. EMR data sets, one telephone 
line !ODD>. 
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ORIGINAL c 35Hz FILTERS ON ~I SEC__, 
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10Hz 20Hz 30Hz 40Hz 50Hz 60Hz 70Hz 
RECEIVED c 70Hz FILTERS ON AT SENDING MACHINE 
FiCJure 9 An a·mplitude comparison of sine waves between an original tracing recorded with the 
high frequency filter setting at 35 and a transmitted record in which the original tracing 
was recorded with the high frequency filter at 70 is shown. Note the approximately 30% 
reduction in amplitude at 50 Hz in the transmitted trac ing . This illustrates that a transmit-
ted recording is similar to a tracing obtained with the high frequency filter on the Grass 
Model 6 at 35. EMR-Twin Falls-Salt Lake City, one telephone line (000!. 
ORIGINAL 
TRANSMITTED 
lJLfLJ ·uu.JLU w~LWJL JJJJJJJJJJJ_ .JJJJJJJJ.AA.WM NNIW. -· .. -w ._ .... 
25 
FiCJure 10 
15 10 7.5 5.0 2.5 
PULSE DURATION (milliseconds) 
Simulated spikes of various 'durations showing an amplitude reduction beginning with 
pulses less than I 0 milliseconds. EMR data sets, local t e lephone line. 
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FlgUJ'e 11 In this sample of calibration transmitted from Twin Falls to Houston, Texas there is an 
increase in baseline noise caused by a bad connection. EMR data sets, one telephone 
line (000). 
Discussion 
Major problems confronting clinical 
electroencephalography are the non-avail-
ability of this test to all segments of the 
population and the existence of many 
substandard technicians and interpreters. 
Although progress has been made, pri-
marily through educational programs, 
there still remains a need for further 
improvement. The results of four years' 
investigation of EEG telephone telemetry 
demonstrate that the system can be help-
ful. Technically it appears feasible be-
cause of the existing United States tele-
phone network and the recent develop-
ment of eight channel telephone FM data 
sets. The ultimate utility will be deter-
mined by economic considerations. With 
increased utilization of this technique, 
EEG societies and federations should es-
tablish standards for data sets in order -
to assure quality transmission. 
In selecting communication media for 
transmission of analog and digital medi-
cal signals, the physical characteristics, 
20 
availability, dependability and cost of the 
system hav~ to be considered. Today the 
telephone network best meets these re-
quirements. 
Physical Characteristics 
Telephone lines are designed to trans-
mit frequencies between 300 - 3000 hertz, 
a medium fidelity range for voice signals. 
Since most analog medical data, includ-
ing EEG have frequency components 
near D .C., a modulation system is re-
quired. In addition, if simultaneous multi-
channel transmission is needed, the sig-
nals must be multiplexed. The number 
of channels that can be transmitted over 
the telephone network is limited by data 
bandwidth, cross talk and signal to noise 
ratio. Within the telephone voice fre-
quencies, frequency modulation - (FM) 
multiplex units are capable of transmit-
ting and receivin~ several channels of 
EEG with essentially no loss in signal 
quality. By further increasing the number 
of channels, data bandwidth is lowered 
and the signal to noise ratio decreased. 
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However, despite this, the results from 
tests on the EMR data sets indicate that 
quality_ eight channel EEG can be trans-
mitted over a single voice telephone line. 
In fact the specifications for this equip-
ment in almost all instances satisfy the 
criteria for encephalographs recommend-
ed by the International Federation of 
Societies for Electroencephalography and 
Clinical Neurophysiology." However, it 
appears improbable that more than eight 
channels of EEG can be transmitted over 
a voice line with adequate fidelity. This 
could readily be accomplished with wider 
bandwidth channels, as provided by cable 
and microwave; however, availability and 
cost prohibit this type of clinical EEG 
telemetry. 
Availability and Dependability 
Approximately half of the almost two 
hundred million telephones in the world 
are located in North America17• There 
are very few areas in the United 
States without this service. Today the 
most accessible,. reliable and least expen-
sive system for transmission of medical 
data, regardless of origin, i.e. hospital, 
home, etc. to the interpreter or computer 
is the telephone line. Cable and micro-
wave · transmission have effectively handl-
ed the increasing volume of local and 
particularly long distance calls. With the 
exception of special holidays such as 
Christmas, immediate connections through 
direct distance dialing (DDD) can be 
made. 
Since the FCC ruling in 1968 other 
data sets can now be connected through 
a Bell data access phone to the telephone 
lines. This unit consists · of a small port-
able business phone and data set coupler 
and can be connected to any telephone 
jack. In Salt Lake City this system rents 
for $20.30 per month ($18.30 for business 
phone and $2.00 for coupler). 
Various types of line services for local 
and long distance calls are offered by the 
common carriers. The selection of private, 
WATS, Telpac and local foreigh ex-
change lines over the DDD system will 
depend on volume and distance.'" 
Financial 
The Twin Falls - Salt Lake City · real 
time EEG transmission linkage has proved 
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to be financially feasible. However it is 
impossible to give an exact cost analysis 
that would cover all aspects of the tele-
phone telemetry of brain waves. There 
are many tangible as well . as intangible 
items. The purpose, existing facilities and 
equipment, personnel, cost of data sets, 
"on line" versus "off line" transmission, 
line expenses, volume, distance and an-
ticipated duration of service have to be 
considered. What may be feasible in one 
area of the country may not be in an-
other. If the system is used as a labora-
tory service, the willingness of insurance 
companies to pay a possible increased 
rate also has to be taken into account. 
Equipment, personnel and line service 
modifications can be made that would 
reduce costs. For example, if a modHied 
oscillograph is used at the tenninal, a 
standard encephalograph is not required . 
However, this decision has to be based 
on anticipated volume as well as the in-
service needs at the receiving hospital. 
It has also been suggested that the re-
cording unit at the satellite laboratory 
could be eliminated, thereby bypassing . 
the direct write out. With this adapta-
tion qualified personnel would not be 
essential at the sending laboratory, since 
the patient and EEG would not require 
monitoring. However this "short-cut" will 
inevitably result in poor quality trans-
mission and serve no useful purpose. 
Transmission during the evenings ·and 
weekends would reduce line charges; 
however, this is inconvenient for the 
physician, technician, and patient. If 
medical data telemetry becomes more 
widely accepted as a means of improving 
health care delivery, the common carriers 
may have to reduce their tariffs in order 
to make this more economically feasible, 
Reduction in purchase price of data sets 
will depend on future market volume. 
Applications 
Transmission of electroencephalograms 
over conventional telephone lines can be 
used in the following ways: 
Service: This system can be advantage-
ously used in rural and urban communi-
ties, providing hospitals with routine and 
emergency service which otherwise would 
not be available. In addition, since it is 




reading EEGs who are inadequately 
trained, quality of interpretations can be 
improved by affiliation with a reputable 
laboratory. 
Rural - Because the population neces-
sary to support a neurologist and/ or 
neurosurgeon is approximately 100,000,'" 
the majority of the estimated 2,500 to 
3,000 hospital and clinic EEG laboratories 
in the United States'0 are located in large 
communities. Consequently, patients liv-
ing in smaller cities, particularly in rural 
areas, are often required to travel long 
distances for an EEG. The problem of 
distance, increased expenses of travel 
and delays in obtaining reports may in-
fluence the physician to avoid ordering 
EEGs. Non-afbulatory and emergency 
patients are deprived of this service. 
The non-availability of EEG facilities is 
nationwide although most prevalent in 
sparsely populated states, particularly 
those in the Intermountain West. For 
example in Montana, the fourth largest 
state in area with a population of ap-
proximately 700,000, only four cities and 
one state hospital have laboratories! ' 
The counties in which these cities are 
located contain approximately 261,000 
people. Consequently EEG facilities a!"e 
not readily available to 63% of the state's 
population. A telephone EEG service 
from one or several remote areas to a 
central facility can be provided as dem-
onstrated by the Twin Falls - Salt Lake 
City link. 
Urban - This service may als,1 help 
electroencephalographers who interpret 
tracings at several hospitals. Inter-hospital 
travel time can be reduced and emergency 
records quickly evaluated. 
Training: Only a little over 200 of the 
3,000 to 5,000 EEG technicians in the 
United States have been certified by the 
American Society of EEG Technology.'" 
The majority of these <:re employed by 
University Medical Centers and large clin-
ics. In offices, smaller hospitals and clin-
ics the technicians have for the most part 
been inadequately trained and are not 
properly supervised. The benefits to the 
technician from this transmission scheme 
are several. In large metropolitan areas 
they not infrequently divide their time 
between several hospitals, either obtain-
ing EEGs on a hospital owned machine, 
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or transporting the encephalograph to the 
installation. This is not only time con-
suming but proper supervision is often 
lacking. In addition, particularly in out-
lying laboratories that mail tracings to a 
center for interpretation, the technician 
is alone and only rarely has the oppor-
tunity to converse with other technicians 
or electroencephalographers. With this 
system the transmitted record is moni-
tored by an experienced technician at 
the receiving site. By pushing the reverse 
channel signal button, the tracing is in-
terrupted and he can talk to the tech-
nician over the same line, thus being able 
to make suggestions about identification 
and correction of artifacts, localization 
runs, etc. This upgrades the quality of 
the test and serves as a method for on-
going training. 
Research: The application of the com-
puter in clinical electroencephalography 
is still in its infancy stage. However, it 
is anticipated that within the next several 
decades, programs for computer analysis, 
classification, storage and retrieval of 
electroencephalograms will exist similar 
to what is now available for electrocardio-
grams. If this becomes a practical reality 
and is accepted by the practicing electro-
encephalographers, then the EEGs, whe-
ther in analog or digital form, will prob-
ably be transmitted over conventional 
telephone lines from regional hospitals 
to the computer center. 
Telephone telemetry of EEG can be 
used to monitor patients in intensive and 
newborn care units, during surgery and 
from their homes. In Vancouver General 
Hospital the on-line continuous monitor-
ing of comatose patients is under inves-
tigation." Transmitting EEG signals from 
epileptic patients or subjects with other 
intermittent syndromes from their homes 
is also being evaluated."· " 
Summary 
The methodology and results of four 
years' investigation of telephone tele-
metry of EEG have been reported. Real 
time, analog, simultaneous, quality trans-
mission of eight channels of brain waves 
over conventional voice lines is now pos-
sible. l<~inancial considerations as well as 
present and future applications of this 
system are discussed. 
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